Comparison between Hepatus® and Fibroscan® for Evaluating Liver Fibrosis in Chronic Hepatitis B

Jessica Cynthia Febryani, Muhammad Begawan Bestari, Haryono, Dolvy Girawan, Nenny Agustanti, Yudi Wahyudi, Siti Aminah Abdurachman

Division of Gastroentero-hepatology, Department of Internal Medicine, Faculty of Medicine, Universitas Padjadjaran/Hasan Sadikin General Hospital, Bandung

Corresponding author:
M Begawan Bestari. Division of Gastroentero-hepatology, Department of Internal Medicine, Hasan Sadikin General Hospital. Jl. Pasteur No. 38 Bandung Indonesia. Phone: +62-22-2034933/55; Facsimile: +62-22-2032216. E-mail: begawanb@yahoo.com.

ABSTRACT

Background: Among non-invasive strategies available for liver fibrosis assessment, transient elastography is widely used, as it is non-invasive and can be repeated. Hepatus® (Mindray, China) is a novel instrument that is now available in the market with lower price than its precursor, FibroScan® (Echosens, Paris). The objective of this study is to identify the comparison between Hepatus® and FibroScan® in measuring liver stiffness for evaluation of liver fibrosis in chronic hepatitis B (CHB).

Method: In this cross sectional study, CHB patients in single center were recruited consecutively in October-December 2021. The patients were examined for liver stiffness measurement (LSM) with two transient elastography instruments in one visit; Hepatus® (Mindray, China) and FibroScan® (Echosens, Paris). Both measurements were done by the same operator.

Results: A total of 68 CHB patients were enrolled in this study. Median score of LSM by Hepatus® and FibroScan® were 7.6 (5.92-11.88) and 7.35 (5.63-11.80), respectively. Spearman rank analysis showed a significant correlation between the results of the two instruments (r = 0.8, p < 0.05). The number of patients with significant fibrosis (≥ 8 kPa) identified by Hepatus® and FibroScan® were 28 (41%) and 29 (43%), respectively. McNemar test yielded no significant difference of the results (p = 1.000), and Cohen’s kappa measure of agreement showed moderate agreement (κ = 0.789 and p < 0.005).

Conclusion: Hepatus® identified similar number of significant fibrosis patients with FibroScan®, and significant correlation presented between the results of LSM. Hepatus® has a potential as an alternative for measuring liver stiffness with a more economic price.

Keywords: Hepatus®, FibroScan®, transient elastography, liver fibrosis, chronic hepatitis B (CHB)

ABSTRAK

Latar belakang: Elastografi hati merupakan salah satu teknik pemeriksaan fibrosis hati yang bersifat non invasif dan dapat diulang. Hepatus® (Mindray, China) adalah salah satu alat yang kini tersedia di pasar dengan harga yang lebih murah dibandingkan pendahulunya, FibroScan® (Echosens, Paris). Tujuan penelitian ini adalah melakukan perbandingan antara Hepatus® dan FibroScan® dalam mengukur kekakuan hati sebagai evaluasi fibrosis hati pada pasien Hepatitis B kronis.
Comparison between Hepatus® and Fibroscan® for Evaluating Liver Fibrosis in Chronic Hepatitis B

**INTRODUCTION**

Chronic hepatitis B (CHB) is a public health burden worldwide, and Indonesia is no exception. Prevalence of CHB in Indonesia is 7.1% in 2013 National Health Survey, equivalent with 18 million people infected.¹ CHB also contributes a high number of morbidity and mortality, mainly due to the progression of the disease.² CHB remained the leading cause of liver cirrhosis and hepatocellular carcinoma worldwide, thus evaluating the progression of the disease, namely fibrosis staging, is of paramount importance.³ In addition, liver fibrosis assessment is essential in assisting diagnosis and antiviral treatment decision in CHB.⁴ ⁵

Liver biopsy, as the gold standard in fibrosis assessment, is an invasive and expensive method.⁶ These disadvantages make liver biopsy an unsuitable method for repeated assay. Many non-invasive strategies have been developed in the last decades as surrogates to aid fibrosis assessment in CHB. There are indirect and direct markers for fibrosis, ultrasound-based transient elastography and magnetic resonance elastography.⁷ Among non-invasive strategies available for liver fibrosis assessment, transient elastography is widely used, as it is non-invasive, practical, rapid and reproducible.⁸ ⁹

First introduced in 2003, FibroScan® (Echosens, Paris) was the first ultrasound-based elastography introduced and well established in many researches.¹⁰ Fibroscan® is a useful instruments in various hepatic diseases; Hepatitis B, Hepatitis C and non-alcoholic fatty liver disease (NAFLD).¹¹ Hepatus® (Mindray, China), on the other hand, is one novel instrument for measuring liver stiffness that is now available in the market with lower price than its precursor, FibroScan®. Hepatus® was declared by food and drug administration (FDA) in July 2020 as substantially equivalent with respect to safety and efficacy to commercially available device.¹² This study aims to figure the comparison between the two instruments in measuring liver stiffness as non-invasive strategies for evaluation of liver fibrosis in CHB patients clinically.

**METHOD**

In this cross sectional study, CHB patients in gastroenterology and hepatology clinics Hasan Sadikin Hospital were recruited consecutively in October-December 2021. Patients included in this study were aged 18 and above with diagnosis of chronic hepatitis B from history taking, physical examination, and laboratory value, including serum HBV DNA > 20,000 IU/mL on positive HbeAg or > 2,000 IU/mL on negative HbeAg and persistent or intermittent increase of alanine aminotransferase (ALT). Exclusion criteria in this study were acute hepatitis B, presence of ascites, hepatitis C, autoimmune hepatitis, coinfection with hepatitis C or human immunodeficiency virus (HIV), history of alcohol consumption, and pregnancy. All the patients had received explanations and signed informed consent form prior to examination. This study had been approved by Health Research Ethics Committee Padjadjaran University/Hasan Sadikin Hospital.

The patients were examined for liver stiffness measurement (LSM) with two instruments for transient elastography in one visit. The first instrument was Hepatus® (Mindray, China) and the second one was Fibroscan®.
FibroScan® (Echosens, Paris). Both measurements were done by the same operator. Successful measurement must fulfill (1) 10 valid shots; (2) Success rate (ratio of valid shots to total number of shots) above 60% and (3) Ratio of Interquartile Range to Median LSM value (IQR/M) ≤ 0.3 (30%). Blood tests were also drawn on the same day for routine tests.

Data were collected and analyzed using SPSS version 26. Normally distributed data were displayed as mean and standard deviation, while median and interquartile range value were used for data with abnormal distribution. Categorical data were represented as percentages. Wilcoxon test was used to determine the difference of paired test between FibroScan® and Hepatus®, while Spearman correlation coefficients were obtained to determine correlation of the results. McNemar test was applied to determine the difference between paired categorical data, and Cohen’s kappa measure of agreement was used to find the agreement between two instruments. Significant value was determined by p < 0.05.

**RESULTS**

A total of 68 CHB outpatients were enrolled in this study (Table 1). The patients’ gender distribution was similar between male and female, with average age of 44 years old. There were 21 (31%) treatment naïve patients, and 47 (69%) patients already received antiviral treatment. Routine laboratory test revealed no exacerbation of CHB among patients.

Results of LSM by both instruments were displayed in Table 2. Median score of LSM by Hepatus® and FibroScan® were 7.6 (5.92-11.88) and 7.35 (5.63-11.80), respectively. Wilcoxon test revealed no significant difference between the results of the two instruments (p = 0.110). Spearman rank analysis for correlation between LSM of the two instruments showed a significant correlation, with high ratio of 0.8 (p < 0.05). Agreement between two instruments was displayed in Bland-Altman plot (Figure 1).

The number of patients with significant fibrosis (LSM ≥8 kPa) identified by Hepatus® and FibroScan® were 28 (41%) and 29 (43%), respectively. McNemar analysis gave no significant result of difference between the two instruments in differentiating significant and non significant fibrosis as shown in Table 3. This was further supported by Cohen’s kappa measure of agreement with result $\kappa = 0.789$ and p < 0.005.

**DISCUSSION**

Transient elastography (TE) is an imaging technique using one dimensional ultrasound that measure velocity of a low-frequency (50 Hz) elastic shear wave propagating through the liver.13 The stiffer the liver, velocity of the wave will increase, hence differentiating the elasticity of the liver observed. The degree of the stiffness reflects the degree of liver fibrosis, and this value is expressed in kiloPascals (kPa).
ranging from 4.0 to 75 kPa. Significant fibrosis in CHB is defined as equal and greater than 8.0 kPa in liver stiffness measurement (LSM). Since TE first introduced in Europe, the breakthrough fibrosis assessment has been analyzed worldwide in various diseases. Its capability in HBV patients made FibroScan® one of the suggested measurements for liver stiffness and grading liver fibrosis by WHO, AASLD and EASL. TE is also a reliable tool for predicting prognosis in CHB and for following up in patients receiving antiviral treatment to assess improvement in liver fibrosis over time. This study highlighted the use of novel device for LSM, Hepatus®, which shown to yield similar results with its widely used precursor, FibroScan®. Comparing the LSM results between the two instruments, statistic analysis proves the value to be not statistically different, meaning similar results were yielded. Correlation between the two measurements also shown to be highly correlated with significant result (r = 0.8, p < 0.05).

FibroScan® has good performance in differentiating significant fibrosis and cirrhosis in CHB with AUROC of 0.81-0.95 and 0.8-0.98, for cut off of 6.3–7.9 and 9.0–13.8 kPa respectively. Among 68 CHB patients, Hepatus® identified similar number of significant fibrosis patients with FibroScan®, that was 28 (41%) patients by Hepatus® and 29 (43%) patients by FibroScan® (Table 3). These results were regarded as not significantly different after statistically analyzed. Analysis for agreement between these two instruments also showed significant result with moderate strength of agreement (κ = 0.789, p < 0.005), applying cut off of ≥ 8 kPa for significant fibrosis in both instruments. This prove Hepatus® capacity to differentiate significant fibrosis with similar results as FibroScan®, which was crucial regarding antiviral treatment decision. Antiviral treatment in CHB not only could suppressed viral load and aid in fibrosis regression, but also beneficial in reversal of cirrhosis. There is no study yet to compare Hepatus® and FibroScan® in measuring liver stiffness for CHB patients.

Comparison between Hepatus® and Fibroscan® for Evaluating Liver Fibrosis in Chronic Hepatitis B

There is no study yet to compare Hepatus® and FibroScan® in measuring liver stiffness for CHB patients. Study by Ren et al in 2020 was aimed in comparing both instruments for steatosis measurement in CHB patients. The results of the study demonstrated good capacity of Hepatus® in measuring steatosis. Hepatus® was not inferior to FibroScan®, even better in determining steatosis level using the suitable cut off. Current LSM using TE has several limitations. One of shortcomings addressed in FibroScan® is choosing the right probe for different characteristics of patient, for example BMI and skin to capsule distance (SCD). M probe FibroScan® is only able to measure velocity of returning shear at a depth of 25-65 mm, while XL probe measure at a deeper level of 35-75 mm. This might be overcome by Hepatus® with its universal probe, yet further study might be beneficial to confirm this. Hepatus® also enforce real time ultrasound imaging, introducing the new era of liver transient elastography (ViTE), assisting a more accurate examination and reducing the operation difficulty. Other issue that might be able to be tackled by Hepatus®, was economic burden in health sectors, as it was available in more economic price at the market.

The liabilities of this study were the small number of subjects, single center nature of the study and the overlook of liver biopsy as standard for liver fibrosis assessment. Further study with large scale of subjects and the employment of liver biopsy might be carried out to validate and further confirming the prospective of Hepatus®.

CONCLUSION

Hepatus® identified similar number of significant fibrosis patients with FibroScan®, and the results of liver stiffness measurement between the two instruments correlated significantly with no significant difference. The availability of Hepatus® in the market might bring beneficial value, especially in limited resources area. In conclusion, Hepatus® has a potential as an alternative tool for measuring liver stiffness with a more economic price.

REFERENCES


